Introduction
[2] A new algorithm to calculate total column ozone from global irradiance measurements has recently been proposed [Bernhard et al., 2002] . Here we present a thorough uncertainty evaluation of the method and a comparison of the resulting data set with TOMS and Dobson measurements at Barrow, Alaska. One objective of the investigation is to assess the accuracy of the method for high latitudes where prevailing SZAs are large. A second goal is to evaluate the feasibility of using global irradiance data for the validation of ozone values from standard instrumentation. One advantage compared to TOMS and Dobson observations is that ozone values from global UV spectra can be provided at high frequency (in our case one value every 15 min), regardless of weather conditions.
[3] This research was motivated by the campaign ''Total Ozone Measurements by Satellites, Sondes and Spectrometers at Fairbanks'' (TOMS 3 F), which took place between mid-March and end of April 2001. This undertaking involved the comparison of ozone measurements from various instruments with the goal to help reveal and explain systematic errors in the different data sets. Location and time of the campaign were chosen based on the fact that the largest discrepancies between TOMS and Northern Hemisphere ground-based stations occur when ozone values are high (e.g., 500 DU) and SZAs are large [McPeters and Labow, 1996] . These conditions lead to low radiation levels at short wavelengths, and subsequent systematic errors in ground-based measurements related to detection limit and stray light problems. Satellite ozone retrievals are also affected, because satellites do not ''see'' to the ground under these conditions, and errors may occur when ozone is added to the reported total column value to account for the contribution from the lower troposphere.
[4] The idea of calculating total ozone from spectra of global irradiance was first proposed by Stamnes et al. [1991] . Their method calculated ozone from the ratio of spectral irradiance at 305 and 340 nm. A model is used to calculate a synthetic chart of this ratio as a function of column ozone amounts and solar zenith angle. The column ozone amount is then derived by matching the observed irradiance ratio on any particular day to the appropriate curve of the chart.
[5] In contrast to the method of Stamnes et al. [1991] , the method presented here requires several model runs for every irradiance spectrum. Although more elaborate, the advantage is that atmospheric parameters (e.g., albedo, ozone and temperature profiles) can be optimized for each spectrum without having to process a new chart for each set of conditions. This will lead to reduced uncertainties, in particular at large SZAs. However, our method is also applicable when only climatological data is available and will generally lead to ozone values of good accuracy, except for times when the SZA is larger than 75°. Above 75°, knowledge of the ozone profile becomes essential. A wavelength interval for the short-wavelength band is used in our retrieval algorithm, which is automatically adjusted depending on irradiance levels. This reduces uncertainties related to the instrument's detection limit that may affect more commonly used algorithms that are based on fixed wavelengths for ozone determination. Furthermore, our method produces a spectrum of the measurement/model ratio for every measurement, allowing one to assess the quality of the results and to filter for outliers.
Instrumentation and Data
[6] Global (Sun+sky) spectral irradiance measurements were performed by a SUV-100 spectroradiometer (Biospherical Instruments Inc.) at Barrow, Alaska (71°18 0 N, 156°47 0 W, 10 m above sea level). The instrument is part of the National Science Foundation's Office of Polar Programs (NSF/OPP) UV monitoring network. Details of the instrument and data processing were published by Booth et al. [1994, 2001, and references therein] . Measurements in the wavelength range 280-605 nm are performed quarterhourly. The instrument has a spectral resolution of 1.0 nm. The time required for one spectral measurement is 10.5 min (2.0 min between 305 and 335 nm). All results presented here are based on ''Level 3'' data [Booth et al., 2001] , available on the Internet at www.biospherical.com/NSF. Data cover the period July 1996 -June 2001. Data from 1996 and 1997 were postcorrected to improve their wavelength accuracy (see Uncertainty Section). Published solar UV data from the NSF network are currently not corrected for the effect of the fore-optic's cosine error. For this study, data were corrected based on the method described by Seckmeyer and Bernhard [1993] .
[7] Values of total column ozone calculated from SUV-100 measurements were compared with Earth Probe TOMS overpass data for Barrow and ground-based Dobson spectrophotometer observations performed by NOAA/CMDL at their facility at Barrow. Since mid-2000, the TOMS instrument has experienced a wavelength-dependent loss in sensitivity due to degradation of the front scan mirror, which causes a scan angle dependent variation in the instrument's throughput. This problem introduces a latitude, SZA, and total ozone dependent error of several DU into the TOMS data, which is partly corrected by the TOMS team. Figure 1 shows the ratio of corrected/uncorrected data. The corrected data set is higher by 2 -6% between February and May 2001. For October 2000 and June 2001, corrections are smaller than 3%. Both the corrected and uncorrected data set were compared with SUV-100 data.
[8] All available CMDL Dobson measurements were used, including ''direct Sun'' and zenith observations for Dobson ''AD'' as well as ''CD'' pairs. Ozone values based on ''direct Sun'' observations showed a somewhat lower scatter than zenith sky observations during cloudy conditions, as can be expected, but there is no significant bias between the two data sets, which would have warranted a separate analysis.
[9] Several data sets of ozone and temperature profiles were used:
[10] 1. Standard profiles for ''subarctic summer'' (denoted in the following as ''AFGLSS'') and ''subarctic winter'' (''AFGLSW'') conditions, provided by the Air Force Geophysics Laboratory [Anderson et al., 1986] .
[11] 2. Profiles measured by CMDL with balloon sondes at Fairbanks, Alaska (64°51 0 N, 147°50 0 W) in 1997 (AprilNovember) and 2001 (March and April). Data were obtained from ftp.cmdl.noaa.gov/pub/ozone/. The profiles were extrapolated to include values above the balloon's burst altitude, utilizing an algorithm described by Bernhard et al. [2002] . The data set is denoted ''CMDL.'' Total column ozone values calculated from these profiles agreed to within a few Dobson Units with total ozone values stated in the CMDL data files. The latter are based on an extrapolation method described by McPeters et al. [1997] , which utilizes a climatology of ozone profiles measured by Nimbus 7 solar backscattered ultraviolet (SBUV) instrument. Based on altitude, pressure and temperature information given in the CMDL data set, the air density profile was also adjusted. For ozone retrievals during the March -April 2001 period, profiles measured closest in time with the SUV-100 measurements were selected.
[12] 3. Ozone profiles measured by the NOAA 16 SBUV/2 satellite during March and April 2001. Profiles are given as ozone mixing ratios for 17 standard pressure levels between 0.5 and 100 mbar, and in layer ozone amounts as a function of Umkehr pressure levels. For use in the ozone retrieval algorithm, the profiles were converted to ozone concentration (in molecules per cm 3 ) as a function of altitude. For this Figure 1 . Ratio of corrected/uncorrected Earth Probe TOMS data at Barrow. ACL 3 -2 conversion, altitude, pressure, and temperature profiles are required, which are not part of the NOAA 16 SBUV/2 data set. These profiles were taken from either the AFGLSS or AFGLSW profile, and the resulting ozone profiles are consequently denoted ''NOAA16SS'' and ''NOAA16SW''. Total column ozone values calculated from the converted profiles typically agree to within 4 DU (<1% difference) with the column value explicitly stated in the NOAA 16 SBUV/2 data, giving confidence in the conversion process. Altitude, pressure, temperature, and air density profiles used with both NOAA 16 profiles are identical to the profiles of AFGLSS and AFGLSW, respectively. Only profiles measured within a range of ±1°latitude and ±10°longitude of Barrow were used. With this restriction, there is still at least one profile per day.
[13] 4. NOAA 11 SBUV/2 ozone profiles, measured between 1989 and 1994. The profiles were converted in a similar fashion as the NOAA 16 SBUV/2 profiles and are denoted ''SBUV2SS'' and ''SBUV2SW''. Profiles from all years were averaged over 14-day periods (i.e., 1-March -15-March, 16-March -31-March, 1-April -15-April, etc.) to provide climatological mean profiles for Barrow.
Ozone Retrieval Algorithm
[14] The new algorithm for retrieving total column ozone values from global irradiance spectra is based on the comparison of measured spectra from the SUV-100 instrument with results of the radiative transfer model UVSPEC/ libRadtran available at www.libradtran.org ]. The model's pseudospherical radiative transfer solver with twelve streams is used. The Bass and Paur [1985] ozone absorption cross section was implemented throughout the paper, as this is the cross section that is also used in the Dobson and TOMS algorithms. Its temperature dependence was parameterized with a second-degree polynomial. Aerosol optical depths were parameterized with the Å ngstroem turbidity formula. The Å ngstroem parameters alpha and beta were set to 1.3 and 0.046, respectively. The extraterrestrial spectrum up to a wavelength of 407.75 nm was measured by the Solar Ultraviolet Spectral Irradiance Monitor (SUSIM) onboard the space shuttle during the ATLAS-3 mission. An annual cycle in albedo was specified with albedo = 0.05 in summer and 0.85 in winter (see Uncertainty Section). Ground pressure was set to 1015 hPa. The model did not consider clouds. It is shown below that the clear-sky model can also be applied to cloudy days, resulting in only small uncertainties in the retrieved ozone values. The change in SZA during the course of a scan was taken into account in all model calculations.
[15] Several model runs with different values of the model input parameter ''ozone column'' were performed for every measured spectrum. The deviation between measurement and model is determined dependent upon the ozone value used by the model. This deviation is quantified with the ratio R:
where Q(l)is the ratio of measured to modeled global spectral irradiance at wavelength l. The numerator of R is the average of the ratios Q(l) for wavelengths strongly affected by ozone absorption. The denominator of R is the average of the ratios Q(l) in the spectral band 325 -335 nm, which is only weakly affected by ozone absorption. The number of addends, n and m, is determined by the number of discrete measurements of spectral irradiance R(l) by the SUV-100. By using the average of Q(l) over a several nm wide wavelength band rather than the measurement at a single wavelength, uncertainties due to wavelength shifts, bandwidth effects, noise, and uncertainties introduced by the Fraunhofer lines in the solar spectrum and the fine structure in the ozone absorption cross section can be reduced. The wavelength l S is chosen such that measured irradiance E(l)at wavelengths l > l S is larger than 1 mW/ (m 2 nm). By making the lower wavelength limit dependent on the measured spectrum, measurements near the instrument's detection limit do not contribute to the average, and profile related uncertainties are reduced as well (see below). The total ozone value resulting from this method is the model ozone value that leads to R = 1.
[16] The algorithm is illustrated in Figure 2 , which shows ratios of a measured spectrum to three associated model spectra that were calculated for ozone values of 405, 450 and 495 DU. The agreement is best for the calculation with 450 DU (R = 0.957). For 405 DU, the R-ratio is 0.748; for 495 DU, it is 1.223. Model ozone value is typically varied within a range of ±20% either around an ozone value from another source, or a climatological value. The ozone value retrieved by the algorithm depends little on the initial value, and any dependency is reduced to negligible amounts (i.e., <0.5 DU) by calculating the set of model spectra in sufficiently small ozone steps. For comparison with TOMS symbol ''S'') and long-wavelength interval (325 -335 nm; symbol ''L'') that were used for the ozone retrieval. Ratios within these intervals are indicated by large symbols. Rratios are given for the calculations with 405 DU (R = 0.748) and 495 DU (R = 1.226). or Dobson observations, seven different model ozone values were used, which were set to 0%, ±5%, ±10%, ±20% of the respective TOMS or Dobson value.
[17] Figure 3 shows the relationship between the R-ratio and the ozone value used in the model for the example spectrum depicted in Figure 2 . The relationship is a smooth function. The ozone value leading to R = 1 is therefore well defined, and was found to be 457.9 DU for the spectrum chosen.
Uncertainty of Ozone Retrieval Algorithm
[18] All uncertainties were estimated in accordance with the International Standards Organization (ISO) [1993] . As the retrieval algorithm is based on a comparison of measured and modeled spectra, all parameters that spectrally change the model result will also affect the calculated ozone values. The resulting uncertainty in ozone was determined by varying all relevant model parameters over reasonable limits, and quantifying the effect on the ozone output. The complete uncertainty budget is compiled in Table 1 and further explained in the following.
Ozone Profile
[19] Uncertainties related to the vertical distribution of ozone have the same physical causes as the Umkehr effect [Götz, 1931] . For their quantification, all spectra measured between March 15 and April 30, 2001 were processed with the CMDL, AFGLSW, NOAA16SW, NOAA16SS, and SBUV2SW profiles, and the ozone values resulting from the different data sets were ratioed against the ozone values derived with the NOAA16SW profiles. The results are depicted in Figures 4 and 5. We chose the NOAA16SW profiles as the reference as evidence given below suggests that this set of profiles represents best the actual conditions at Barrow during the time of the TOMS 3 F campaign.
[20] The ratio of ozone values calculated with the CMDL and NOAA16SW profiles agree to within ±1% for SZA smaller than 70° (Figure 4 ). For larger SZAs, the scatter gradually increases to reach ±7% at SZA = 85°. In general, Figure 3 . Relationship of ozone value used in the model and R-ratio. The ozone value returned by the algorithm is the ozone value that leads to R = 1. Values in parentheses are based on ozone calculations performed with climatological profiles rather than profiles measured close in time and space with UV spectra. Combined and expanded uncertainties take into account all systematic errors, but no random errors. there is little bias between the two data sets. NOAA16SW profiles are available for every day and were measured within ±1°latitude of Barrow. CMDL profiles on the other hand were measured in Fairbanks, which is about 6°latitude south of Barrow, and are not available for every day. The variation of the atmospheric ozone distribution over time and space may therefore explain the random variation between both data sets at large SZA.
[21] Ozone values calculated with AFGLSW profile are systematically higher than NOAA16SW-based results for SZA < 70°and smaller for SZA > 70°( Figure 5 ). In contrast to the CMDL and NOAA16SW profiles, the AFGLSW profile is a climatological mean profile, which is applicable to high latitudes of both hemispheres. The bias seen in Figure 5 suggests that this profile is systematically different from profiles prevailing at Barrow. In an attempt to explain the reasons for the SZA dependence, we analyzed data from April 1, 2001, in more detail (data marked with circles in Figure 5 ), and will discuss this below.
[22] Figure 6 contrasts four profiles: the NOAA16SW profile from April 1, 2001 (measured close to Barrow at 71.98°N and 159.95°W; ozone column = 480 DU); the AFGLSW profile (scaled with a factor of 1.27 to gain the same ozone column as NOAA16SW); the NOAA16SW profile for Fairbanks (448 DU); and the CMDL EEC balloon sonde profile measured at Fairbanks on April 1, 2001 (428 DU). Both Fairbanks profiles agree well (except at heights around 17 km where the CMDL profile is 20% lower), confirming that balloon and satellite measurements are reasonably consistent. The Barrow profile is significantly higher, suggesting a real difference in the ozone distribution between the two sites for the given day. The scaled AFGLSW profile is significantly lower than the NOAA16SW profile in the troposphere and lower stratosphere, but higher at altitudes above 18 km. For small SZA, ozone at low altitudes is more effective in attenuating global UV radiation than ozone at higher altitudes, as photons are scattered more frequently by air molecules at lower atmospheric levels, leading to an amplification of tropospheric ozone absorption. For large SZAs, the effect is reversed, as photons from the direct solar beam are mostly absorbed before they reach the ground, and more and more photons travel through higher atmospheric layers before they are scattered toward the Earth's surface.
[23] The disproportionate role of tropospheric ozone was first described by Brühl and Crutzen [1989] , and is illustrated in Figure 7 for the situation of April 1, 2001. Here, ratios of UV spectra modeled with the NOAA16SW Barrow profile and the AFGLSW profile are shown for various SZAs. For SZAs < 75°, spectra calculated with the NOAA16SW profile are lower in the 310-315 nm wavelength band than spectra based on AFGLSW: as ozone concentrations of the NOAA16SW profile are more weighted toward the troposphere, the profile is more effective in absorbing UV radiation than AFGLSW. The ozone retrieval algorithm compensates the higher absorption effectiveness with a smaller total ozone output. For SZAs > 75°, the effect is reversed, in agreement with theory. At 315 nm, there is a 15% difference for the spectra measured at SZA = 84.1°( solid thin line in Figure 7) .
[24] Figure 7 suggests that ozone profile related uncertainties could be reduced if the short wavelength band of the retrieval algorithm were moved to longer wavelengths for large SZAs. However, runs with a modified algorithm show that only a small improvement can be achieved. Because of the small irradiances at large SZA, the lower wavelengths l S for the short-wavelength average in equation (1) is already as high as 312.2 nm for the spectrum at SZA = 84.1. Calculations where the interval of the numerator of equation (1) was changed from 312.2 -315 nm to either 318 -319 nm or 317-320 nm decreased the sensitivity of the profile slightly, but lead to problems related to the (temperature dependent) fine structure of the ozone cross section, which becomes significant above 314 nm [Bass and Paur, 1985] . In addition, the smaller difference of numerator and denominator of equation (1) resulting from changing the short-wavelength interval to larger wavelengths makes the algorithm more susceptible to the influence of parameters other than ozone. We therefore conclude that the sensitivity to the ozone profile at large SZA is a principle limitation for the accuracy of ozone values calculated from global irradiance measurements at large SZA.
[25] The uncertainties related to ozone profile are given in Table 1 and are estimated from the variation of the different data sets shown in Figures 4 and 5. Two cases were considered: (i) When actual profiles are available, measured in close temporal and spatial proximity with the UV spectroradiometer; and (ii) when only mean climatological profiles are available. In the case of actual profiles, the uncertainty was estimated from the CMDL/NOAA16SW ratio. For average climatological profiles, the uncertainty was estimated from the AFGL/ NOAA16SW and SBUV2SW/NOAA16SW ratios.
[26] From Figure 4 alone it is not possible to decide which set of profiles, either NOAA16SW or the CMDL, is more appropriate to be implemented for the comparison with TOMS and Dobson measurements. The NOAA16 profiles are measured more closely in time to the UV spectra, but they are more uncertain than the CMDL profiles at altitudes below 18 km. To address this problem, consider that at high latitudes hourly variations in ozone column are mainly caused by atmospheric dynamics rather than photochemistry. The change in total ozone occurring within one hour, ÁO 3 , should therefore be independent of SZA. If ÁO 3 calculated from SUV measurements shows a significant, daily recurring SZA-dependence, the likely cause of this pattern is the use of an inadequate set of ozone profiles for the calculation rather than real changes in total ozone. For the quantification of this SZA dependence, we calculated the difference ÁO 3 (t) = O 3 (t + 1 hour) À O 3 (t) for four different ozone data sets. In addition to the two data sets that are based on the NOAA16SW and CMDL profiles, we also considered the AFGLSW data set and a forth data set based on semimonthly mean profiles. These mean profiles were constructed by averaging the daily NOAA16SW profiles over the 2-week periods March 15-31, April 1 -15, and April 16-30 of 2001 (''NOAA16SW-2week''). In the last step, we calculated the standard deviation s(ÁO 3 (t)) from all ozone data sets, separately for times when SZA is smaller than 75°and larger than 80°.
[27] Our results show that s(ÁO 3 (t)) is smallest in both SZA-ranges when ozone data were calculated with the ''daily'' NOAA16SW profiles ( Table 2 ). The standard deviations calculated with ''NOAA16SW-2week'' were significantly larger in the SZA > 80°segment, indicating that less accurate results are achieved when the daily variations in the ozone profile are not taken into account. The data set based on the CMDL profiles has a even larger standard deviation for the SZA > 80°segment, suggesting that the advantage of the profiles' higher vertical resolution cannot make up for the disadvantage of their larger spatial separation from Barrow. Based on these considerations, we used the ''daily'' NOAA16SW profiles for the comparison with TOMS and Dobson measurements (see Results Section).
Temperature Profile
[28] The ratio NOAA16SS/NOAA16SW is about 0.978, and varies only little with SZA (black squares in Figure 4) . As mentioned before, both data sets are based on the same ozone profiles, but use the AFGLSS and AFGLSW temperature profile, respectively. The ozone-weighted average of the NOAA16SS temperature profile is 232.2 K; that of the NOAA16SW temperature profile is 218.4 K. In order to show that the factor of 0.978 is caused by the temperature dependence of the ozone absorption cross section (O 3 CS), we calculated O 3 CS as a function of wavelength for both mean temperatures. Between 305 and 315 nm (the wavelength interval relevant for the numerator of equation (1)), the temperature dependence of O 3 CS is nearly constant with wavelength, and is on average a factor of 0.979 lower at 232.2 K than at 218.4 K. This factor is in excellent agreement with the ratio NOAA16SS/NOAA16SW shown in Figure 4 , and it is therefore possible to parameterize the temperature dependence of the retrieved ozone value O 3 (T) in the same way as O 3 CS: 
The coefficients used in equation (2) are the Bass and Paur O 3 CS coefficients at 311.95 nm, which are representative for the 305-315 nm interval.
[29] To estimate the uncertainty related to the temperature profile, the ozone-weighted mean temperature was calculated from all CMDL profiles in a given month and translated into a standard uncertainty using equation (2). An additional uncertainty term related to stratospheric temperature variation was introduced, which takes into account that the CMDL profiles were measured at Fairbanks rather than Barrow. The standard uncertainty was estimated from the difference of the subarctic and midlatitude AFGL temperature profiles.
Clouds
[30] Two factors primarily control uncertainties due to clouds. First, clouds lead to a wavelength-dependent attenuation of radiation, even though scattering from cloud droplets is almost wavelength independent in the UV. This dependence is partly caused by enhancement of the photon path due to multiple scattering in the cloud, which leads to an amplification of absorption by tropospheric ozone ]. We quantified uncertainties related to this effect by comparing ozone values calculated with the standard procedure with results of a modified procedure, where the model input included a stratiform cloud, located between either 2 -4 km or 2 -8 km altitude. The cloud optical depth was chosen such that the difference between measured and modeled spectra became minimal at 340 nm. For a cloud of optical depth of 15, ozone values calculated with the clear-sky model were between 1% (cloud between 2 and 4 km) and 2% (cloud between 2 and 8 km) larger than the cloud model. These results are in good agreement with similar estimates by Stamnes et al. [1991] and Masserot et al. [2002] .
[31] A cloud with optical depth of 15 leads to a reduction of erythemal irradiance by approximately 50%. By comparing values of erythemal UV measured in 1999 with results of the clear sky model, we calculated that cloud cover at Barrow reduces erythemal UV irradiance on the average by about 15% in May and June, 25% in July, and 40% during August through October. Only 0.4% of all spectra with SZAs smaller than 75°measured in 1999 exceeded 83% attenuation by clouds. The maximum reduction was 90%, which corresponds to a cloud optical depth of about 150. Systematic errors by the retrieval algorithm from thick clouds are difficult to estimate because they depend on the altitude extension of clouds and ozone concentration within the cloud. Both quantities are not known with sufficient accuracy. Estimates based on several sample spectra indicate that errors are likely smaller than 10% for Barrow. As an example, we present ozone values calculated for a spectrum that was measured on August 12, 1999, at 22:45 UT. The SZA was 57°and the cloud optical depth (COD) at 340 nm was estimated to be 78.5. Measurements with an independent broadband sensor performed during this scan indicated that radiation levels were constant to within ±0.1% during the period when the SUV-100 spectroradiometer was scanning between 305 and 335 nm.
[32] The TOMS ozone value for 8/12/99 is 298.4 DU. (TOMS of course does not measure ozone below cloud level but adds a climatological amount to account for below cloud ozone.) The SUV-100 ozone value calculated for this day with the standard method for a time when the cloud influence was comparatively small (COD = 8.4) was 296.6 DU. Ozone values for the scan at 22:45 UT varied between 318 DU (clear sky model) and 270 DU (model with cloud between 2 -10 km, CMDL profile), see Table 3 . Ozone values calculated with the clear sky model are highest, in agreement with theory, as increased scattering within the cloud leads to more effective absorption by ozone molecules within the cloud, which is interpreted by the algorithm as a higher ozone column. Calculations with the cloud between 2 and 8 km, and the SBUV2SS ozone profile for 1 -15 August resulted in an ozone value of 297 DU, demonstrating that a reasonable choice of cloud height and ozone profile will lead to an ozone value that is in close agreement with TOMS. The results further suggest that an overestimation of the true ozone value by a factor of two, as reported by , is unlikely for Barrow, as clouds with a cloud optical depth of more than 1000 as in the case analyzed by were not observed at Barrow.
[33] Average reductions of erythemal UV are less than 5% in March and April. This low value is caused by fewer and thinner clouds during spring and the compensation of cloud attenuation by multiple reflections between cloud ceiling and high-albedo ground. The maximum cloud optical depth during these months is less than 25. Our calculations further indicate that the multiple reflections lead to an amplification of absorption of ozone molecules that are located between ground and cloud. For example, for a cloud with optical thickness of 15, which is located between 2 and 4 km over snow-covered ground, ozone values are overestimated by 2% compared to 1% for snow-free ground.
[34] The second uncertainty related to clouds is caused by the fact that the SUV-100 is a scanning spectroradiometer. Measurements in the 300 -315 and 325 -335 nm ranges are about 1.5 min apart. During this time, radiation levels can significantly change, affecting the ratio R. The uncertainty was quantified by calculating ozone during cloudy days, and analyzing the dispersion in the result. Figure 8 shows ozone values for three consecutive days. The first day was cloudy in the morning and clear in the afternoon; the second day was overcast, and the third day was cloudless. TOMS measurements indicated that total ozone column during this period was constant to within 10 DU. SUV-100 ozone values vary smoothly with time on the third day but scatter considerably during the second day. For SZA < 75°, the standard deviation is 2.5% of the average. The first day indicates that there is no obvious step-change when the sky became clear around 2:30 UT. The standard uncertainty for the months June-October was consequently set to 2.5%. As cloudy days are less frequent in spring, the uncertainty for March and April was reduced to 1%.
Albedo
[35] Changing albedo from 0.85 to 0 in the model leads to 1.7% higher ozone values (Figure 9 ). The calculations are based on a clear-sky solar spectrum that was recorded at Barrow on April 28, 2001 with SZA = 59°. At Barrow, there is a pronounced cycle in albedo due to variations in snow cover and sea ice extent. Albedo leads to a wavelengthdependent increase in surface UV, with larger changes at shorter wavelengths [e.g., Gröbner et al., 2000] . By comparing measured and modeled spectra at wavelengths that are not affected by ozone it was estimated that the effective albedo during winter in Barrow is 0.85 ± 0.1. The albedo during summer was assumed to be 0.05 ± 0.02, which is a typical range for water and pasture [Blumthaler and Ambach, 1988] . Measurements of local albedo in the visible performed at the CMDL station in Barrow suggest that albedo rapidly declines during snowmelt in late May and early June [Dutton and Endres, 1991] , and increases again in October at the start of the winter.
[36] All ozone values discussed in the Results Section were calculated with a year-independent annual cycle in albedo, applying an albedo of 0.85 in months with snow cover, 0.05 in months without snow cover, and transition periods in June and October. Standard uncertainties were calculated to be 0.2% for winter, 0.02% for summer and 0.5% in June and October.
Aerosols and Ground Pressure
[37] According to Climate Monitoring and Diagnostics Laboratory (CMDL) [2002] , the aerosol optical depth at 500 nm, t, Å ngstroem a, and single scattering albedo w vary at Barrow between [t = 0.05, a = 1.8, w = 0.99] (background conditions) and [t = 0.25, a = 0.4, w = 0.85] (dust events). Resulting ozone uncertainties were estimated in a similar way as for albedo. Ground pressure was estimated to vary between 992 and 1038 hPa according to data from the National Climatic Data Center (NCDC).
Instrument-Related Uncertainties
[38] Uncertainties in the retrieved ozone values due to errors in the measured spectra mostly arise from wavelength errors in the instrument and uncertainty in the absolute calibration. Ozone calculated from a spectrum that was deliberately shifted by 0.1 nm deviated by 1.3% from the result calculated from the unshifted spectrum. The wavelength accuracy of published UV spectra is tested with an algorithm that compares the Fraunhofer structure in measured spectra with the same structure in a reference spectrum [Slaper et al., 1995; Booth et al., 2001] . The wavelength calibration uncertainty was found to be ±0.04 nm (±1s), which translates into a 0.54% standard uncertainty in ozone.
[39] Wavelength-dependent errors in the instrument's absolute calibration also lead to errors in ozone. Based on the analysis of the instrument's calibration record (see NSF Network Operations Reports [e.g., Booth et al., 2001 ]), we estimated that the maximum relative calibration error between the 300-315 nm and 325-335 nm wavelength bands is ±1.5%. We calculated further that a 5% error in ozone would require a 12.8% relative calibration error. From these numbers, we estimated the standard uncertainty in ozone to be 0.33%. [40] The deviation of the SUV's angular response from the ideal cosine response is À5% at 60°and À10% at 70°. The error in measuring isotropic irradiance is À5% [Bernhard et al., 2003] . Correction factors to compensate for these cosine errors are applied and range between 4.2% and 5.6% for wavelengths below 330 nm, depending on SZA. The effect of the cosine error on ozone retrievals is negligible as correction factors for the 300-315 nm and 325 -335 nm wavelength bands differ by less than 0.2%, and this uncertainty is further reduced by the correction.
[41] As no detectable solar radiation can be expected below 290 nm, we subtract the average of the signal measured between 280 and 290 nm from the signal of the remaining solar scan [Booth et al., 2001] . This subtraction removes the photomultiplier's dark current and most of the signal from stray light, should it exist. We estimate that the remaining contribution of stray light is below 0.001 mW/(m 2 nm). The contribution of stray light to the uncertainty budget is negligible since the ozone retrieval algorithm only uses wavelengths where the irradiance is larger than 1 mW/(m 2 nm). Uncertainties related to the instrument's finite bandwidth were found to be insignificant as well.
Radiative Transfer Model Related Uncertainties
[42] Finally, there may also be systematic errors caused by approximations applied within the radiative transfer model. For example, the sphericity of the Earth is not treated in an exact way, and this may lead to noticeable systematic errors when the sun in low. These errors are difficult to quantify and were therefore not included in the uncertainty budget. However, if the model input parameters are well-characterized, as they are for example at the South Pole, ratios of measured and modeled spectra for SZA = 84°s how no significant wavelength dependence in the wavelength range relevant for the retrieval algorithm [Bernhard et al., 2002] . It can therefore be assumed that model-related uncertainties are small.
Results

Comparison of SUV-100, TOMS, and Dobson Measurements During March and April 2001
[43] Figure 10 shows the comparison of column ozone values calculated from SUV-100 spectra with TOMS overpass data and Dobson measurements at Barrow during March 15 -April 30, 2001 , the period of the TOMS 3 F campaign. Total column values from NOAA 16 profiles measured within ±1°latitude and ±5°longitude of Barrow are depicted as well. These values are higher than data from all other data sets.
[44] The SUV-100 data set was calculated with the TOMS16SW profiles. A temperature correction was applied based on stratospheric temperatures extracted from the CMDL profiles and using equation (2). Corrections vary between +0.3% in March and À0.8% at the end of April. Both the TOMS data set with and without scan mirror correction are presented. Figure 10a shows the variation of ozone measurements with time, and Figure 10b shows the ratios SUV/TOMS and SUV/Dobson. For the latter plot, only SUV-100 spectra measured within ±15 min of TOMS and ±30 min of Dobson observations were selected. SUV-100 data are in average 1.5 ± 2.6% higher than Dobson observations and 2.1 ± 2.0% lower than the scan-mirror corrected TOMS measurements. The bias between corrected TOMS and SUV-100 data is consistent with the average differences of 1.4 ± 2.4% observed for March and April during the years 1997 -2000 (see below). Uncorrected TOMS data show no bias to SUV-100 data (SUV/TOMS = 0 ± 2.7%). Note that the standard deviation SUV/TOMS is lower for the corrected data set. Further analysis did not indicate any significant dependence of the ratios on SZA.
[45] In Figure 10a the SUV-100 data set is split into measurements below and above 75°SZA. Measurements with SZA < 75°are only slightly affected by profile related uncertainties. They therefore allow the tracking of real changes in the atmospheric ozone amount during the course of a day. For example, ozone drops from 425 DU to 379 DU between 4/15/01 17:00 UT and 4/16/01 02:30 UT. The scatter introduced by clouds is generally smaller than the difference of TOMS and Dobson measurements as well as the observed diurnal changes in ozone. This demonstrates that SUV-100 measurements are suitable for monitoring short-term ozone variations. -100, TOMS, and Dobson Measurements Between 1996 and 2001 [46] In order to evaluate the long-term performance of SUV-100 data, ozone values were calculated from SUV-100 spectra measured between 1996 and 2001 at times coinciding with TOMS and Dobson observations. As CMDL profile measurements at Fairbanks are too sparse to establish a climatology, and NOAA16 profiles were not available for the entire year, the set of semimonthly averaged NOAA 11 SBUV/2 profiles was used for ozone retrievals. Temperature corrections were based on CMDL profiles. Corrections vary between +0.2% in March and À2.6% in July.
Comparison of SUV
[47] SUV-100 measurements are in average 2.2 ± 3.1% lower than TOMS measurements for the months FebruaryJune (Figure 11a ). There is little dependence on SZA, even at SZA = 85°. This is somewhat fortuitous. For example, if the calculations had been carried out with the NOAA16 rather than NOAA11 profiles, ozone values for March 2001 would have been higher by about 3% at SZA = 80°. Ratios are generally lowest in May. During this month, the winter model albedo value of 0.85 was still used, and this value may have been too large if snowmelt occurred earlier.
Part of the discrepancy could also be explained by a possible difference of prevailing stratospheric temperatures at Barrow, and the mean temperature of the CMDL profiles for May, which is 231 K.
[48] The scatter of the SUV/TOMS ratio can be reduced if measurements affected by changing cloud cover are filtered out. The black squares in Figure 11a are data that satisfy the conditions jQ(340)/Q(350) À1j<1 % and jQ(330)/Q(360) À1j < 4 %. For the filtered data set, the SUV/TOMS difference is À1.9 ± 2.2%. (Note that the standard deviation is considerably lower than for the unfiltered data set.) Clouds have a larger influence in the second half of the year (Figure 11b ). For the July -October period, the SUV-100 data is lower than TOMS by 0.9 ± 3.7% for the unfiltered and 0.3 ± 2.4% for the filtered data set.
[49] The ratio SUV/Dobson is generally larger than SUV/ TOMS, but also shows a slight dip in May (thin line Figure 11a ). On the average, SUV measurements are higher than Dobson measurements by 1.8 ± 2.5% in spring and 0.9 ± 1.8% in fall (unfiltered data).
[50] For assessing possible drifts in the data sets of all three instruments, the daily ratios SUV/TOMS and SUV/ Dobson were averaged over 14-day periods. Figure 12 shows the time-series of these semimonthly averages for the period July 1996 -June 2001. The standard deviation of the mean was calculated for every 14-day period from the random errors in Table 1 , combined in quadrature with the systematic errors, and multiplied with a coverage factor of two. Thus, the error bars in Figure 12 give the 2-s uncertainty of the semimonthly mean values. Uncertainties of TOMS and Dobson are not included.
[51] For most months, SUV-100 ozone values agree within the error bars with TOMS and Dobson measurements. With few exceptions, SUV-100 data are generally lower than TOMS and higher than Dobson measurements. A regression analysis confirmed that there is no significant drift between all three data sets at the 2-s level. Both the corrected TOMS data from 2001 (black diamonds in Figure 12c Figure 11a for the months July -October.
average SZA for this period is 84°, which is about the SZA up to which the algorithm can be trusted.
Discussion and Conclusions
[52] A new algorithm for the retrieval of total column ozone values from global irradiance spectra that has recently been developed was systematically checked for its accuracy and applied to measurements of the NSF/OPP SUV-100 spectroradiometer at Barrow, Alaska. The expanded (coverage factor 2) combined standard uncertainty of all systematic error sources was calculated and varies between 2 and 3.5% for SZA smaller than 75°and clear skies (see Table 1 ). These results are comparable with typical uncertainties of the TOMS and Dobson instruments [Basher, 1982; McPeters and Labow, 1996] .
[53] For SZAs larger than 75°, the uncertainty budget of SUV-100 ozone retrievals becomes dominated by the sensitivity of the method to the ozone profile. For example, the expanded uncertainty from all systematic errors is 7% at SZA = 85°, if profiles are taken from a climatological average. The uncertainty can be reduced if actual profiles are available.
[54] This study demonstrates that the sensitivity to the profile at large SZAs is likely not a specific problem of the algorithm, but rather a principle limitation in the accuracy of any method used to calculate total ozone column from global irradiance spectra at large SZA. In principle, it should be possible to estimate ozone profiles from global irradiance spectra with a modified Umkehr algorithm. These profiles could then be used as input for the column retrieval, thus improving its accuracy. Whether or not this is feasible has yet to be shown. Clearly, this method cannot work if the sun does not set during summer at high latitudes.
[55] A second important source of uncertainty is the scatter introduced by clouds. As we have demonstrated, this scatter can be significantly reduced with simple filter algorithms. To further reduce cloud related uncertainties, ozone values could be calculated from diffuse rather than global irradiance model values whenever the direct beam of the sun is blocked. have shown that this approach indeed leads to a reduction of errors when the disk of the Sun is obstructed by mountains or optically thin clouds.
[56] Ozone values derived with the new method were compared with TOMS overpass data for Barrow and Dobson measurements performed at the Barrow CMDL station. SUV-100 measurements in spring are in average 2.2% lower than TOMS and 1.8% higher than Dobson measurements. There were no statistically significant drifts found in either the SUV-100, TOMS, or Dobson data sets. A difference of 4% between TOMS and Dobson at high latitudes is not unusual. A preliminary conclusion of the TOMS 3 F comparison was that much of the total ozone dependent difference between TOMS and Dobson was actually caused by internal scattering errors in the Dobson instrument used in this campaign. A systematic comparison of Nimbus 7 TOMS and the worldwide Dobson network reported by McPeters and Labow [1996] showed maximum deviations in the order of ±4%. Moreover, discrepancies between Dobson and Nimbus 7 TOMS measurements strongly increase for SZA above 80°; station-to-station differences at SZA = 85°may exceed 15%. Wellemeyer et al. [1997] have investigated the error in TOMS ozone values related to the uncertainty of the ozone profile in more detail. They found that at solar zenith angles greater than 80°the error due to profile shape uncertainty becomes significant. A reduction of this uncertainty required a modification of the TOMS algorithm that considers both mixing of profiles and use of the other TOMS wavelengths, but the error cannot be eliminated. This demonstrates that satellite ozone measurements at very large SZA are subject to very similar errors to ozone retrievals from global irradiance spectra measured at the ground.
[57] Based on our results we conclude that total column ozone for SZA smaller than 75°can be derived from global irradiance measurements with similar accuracy than that applicable to TOMS and Dobson observations. The SUV-100 data set can therefore be used for validating data from other sources. An additional benefit of global irradiance data is that they are typically available at high frequency, which supports the study of short-term variations in ozone or the interpolation of TOMS measurements to coincide with Dobson observations.
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